State of California - Health and Human Services Agency
California Department of Public Health

Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804

RON CHAPMAN, MD, MPH Phone: (510) 620-2911 Fax: (510) 620-2940 EDMUND G. BROWN JR.
Director Governor

FINAL Analysis Results Réport for Task ID. N12-0023

Analyst: Angela Tan Analysis Approved By: Shiyamalie Ruberu Analysis Approval Date: 01/19/2012

Requestor

Name: Steve Hsu Organization: Radiologic Health Branch

Address: MS 7610, 1500 Capitol Avenue

City: Sacramento State: CA Zip Code: 95814-5006 Phone: 916-440-7940

Site and Sample Information

Collector's Name: Victoria Brandt Date/Time Collected: 01/06/2012 15:28 Date/Time Received: 01/09/2012 11:45

Site Name: Cal Poly Dairy Farms Source Name: Winter Forage

R Number: R 92449 Sample Type: Vegetation
Sample ID Sampling Point Method Parameter Result + CE MDAgs Units
N12-0023-001 Harvested 4/1/11 HASL Ga-01-R  Cs-134 0.122 % 0.00311 0.00603 pCi/g
N12-0023-001 Harvested 4/1/11 HASL Ga-01-R  Cs-137 0.177 % 0.00507 0.0137 pCi/g
N12-0023-001 Harvested 4/1/11 HASL Ga-01-R  1-131 0.00517 % 0.00624 0.0174 pCilg
N12-0023-001 Harvested 4/1/11 HASL Ga-01-R  K-40 6.14 % 0.147 0.228 pCilg

1. Precision criteria for these methods were determined to be acceptable.

2. CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking Water, EPA-600/4-80-032, August 1980

3. MDAGS5 is the sample specific minimum detectable activity at the 95% confidence level, which is the LLD95 divided by 2.22, the efficiency and the yield, and may include factors
for abundance, decay and ingrowth, depending on the particular radionuclide. LLD5 is defined in section 7020C, Standard Methods for the Examination of Water and
Wastewater, American Water Works Association, 21st Ed., 2005, where Sb is the square root of the instrument background count rate.
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State of California - Health and Human Services Agency
California Department of Public Health

Drinking Water and Radiation Laboratory Branch
850 Marina Bay Parkway, Richmond, CA 94804

RON CHAPMAN, MD, MPH Phone: (510) 620-2911 Fax: (510) 620-2940 EDMUND G. BROWN JR.

Director Governor

FINAL Analysis Results Report for Task ID. N12-0022

Analyst: Angela Tan Analysis Approved By: Shiyamalie Ruberu Analysis Approval Date: 01/19/2012
Requestor

Name: Steve Hsu Organization: Radiologic Health Branch

Address: MS 7610, 1500 Capitol Avenue

City: Sacramento State: CA Zip Code: 95814-5006 Phone: 916-440-7940

Site and Sample Information

Collector's Name: Victoria Brandt Date/Time Collected: 01/06/2012 15:28 Date/Time Received: 01/09/2012 11:45

Site Name: Cal Poly Dairy Source Name: Corn Silage

R Number: R 92448 Sample Type: Vegetation
Sample ID Sampling Point Method Parameter Result + CE MDAs5 Units
N12-0022-001 Harvested 9/30/11 HASL Ga-01-R Cs-134 -0.00124 % 0.00437 0.0157 pCi/g
N12-0022-001 Harvested 9/30/11 HASL Ga-01-R  Cs-137 -0.00829 + 0.00607 0.0160 pCilg
N12-0022-001 Harvested 9/30/11 HASL Ga-01-R  1-131 0.0202 + 0.00972 0.0285 pCi/g
N12-0022-001 Harvested 9/30/11 HASL Ga-01-R  K-40 292 £ 0.119 0.365 pCilg

-

. Precision criteria for these methods were determined to be acceptable.
. CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking Water, EPA-600/4-80-032, August 1980
. MDAGY5 is the sample specific minimum detectable activity at the 95% confidence level, which is the LLD95 divided by 2.22, the efficiency and the yield, and may include factors

for abundance, decay and ingrowth, depending on the particular radionuclide. LLD95 is defined in section 7020C, Standard Methods for the Examination of Water and
Wastewater, American Water Works Association, 21st Ed., 2005, where Sb is the square root of the instrument background count rate.
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State of Califomia ~ Health and Welfare Agency

Pe

California Department of Public Health

REQUEST FOR SAMPLE ANALYSIS (Radiochemical

Richmond, CA 94804

Sanitation and Radiation Laboratoqg Branch
850 Marina Bay Parkway, G164 ,

Serial Nubér

Lab 803 (11/07)

e ate & Time Sampled
510-620-2911
- - 01/06/20’2» 1528 R 92449
Collector Information @ [ V‘ P MY! Reporting Information H
Name: al fo Cloria Br Name: ve [HSu
Dept./Branch: cOP H / JRv3 t Dept./Branch: COpPHRitS
Address: A AT ~ Address: & SAEAm e T
Telephone No.: g(( _324_9¢7 ’/ Telephone No::- . 91 C-Y45-7F%
Sample information ’D Billing Agency
-~ A
System Name / Facility: CM Poly Q DWFOB( ) SPRHBD>O RWQCB( ) 1 DTSC
Sampling Point (s): Wl/\’ﬁC(‘ ‘For7 J DWTPB Q FDB O DWR Q CDFG
Q0 EMB U Other (Speci
System No.: Harve sfed /l er (Specify)
TYPE OF SAMPLE (Check all applicable boxes) o
O Drinking Water Q Groundwater J Surface Water Q Wastewater
QO Raw QO Water Treatment Plant (WTP)  Distribution System U Point of Use (POU)
Q Treated (circle one): Chiorinated / Chloraminated / Chlorine Dioxide / Ozonated / Peroxizone / Fluoridated / Coagulated / pH Adjusted
LTS : '
= Q AirFilters Date/Time U Seawater U Sludge (Semi-solid Samples)
Finishing: Q Milk
Starting: O Wipes
Net (M%) Q Radon Canister
U Air Charcoal Cartridge ‘
. #
COMMENTS: (Cautions, etc.): ' e
Q Field Treatment:  Preservatives added: Iced/Frozen: Other: " ),.««” -
Q Field Measurement: mR/hr 0 Radionuclide(s), if known: ’
. =4 Rush/Priority (should be prearranged and have supervisory approval) ‘ e
: ANALYSIS VREQUESTED (For questions, please call 510-620-2911) .
Q Gross Alpha Q Gross Beta Sg'
O Total Uranium O Total Beta (LSC) Q0 NORM (Gamma)
O Total Radium Q Tritium (3H) U Isotopic Americium / Curium
O Radium-226 Q Carbon-14 Q Isotopic Plutonium
O Radium-228 Q lodine-131# Q Isotopic Thorium
O Radon-222 Q StrontlurquQ 90 U Isotopic Uranium
QO Other (Specify); Q Nlckel-ﬁfi Q Iron-55
1 Vo l2z012 f Bmml-,t : I 2ol
ate Name (| nnt) . : ~ Date 4
oﬁﬁ%'—lﬂ?- 5CORH = RILB Fhry Liehora o Blaadl? 194 nay «i?
Tirhe Custody Received  Organization £ Signature i ;- Time Custody Released
2. Oy an ZL[Z ! I o~ 1S v
Date Name %ring ] 7 :g / . afé
Time Custody Received  Organization ; Time Cu tody Released
3. St He— S PPy
Date Name (Print) ) Date
R T B 7Y = LY P - PLEL. .
Time Custody Reécéived  Organization Signature ik { ¢ Time Custody Released

T

wh



%7

Sample information Billing Agency gy
|System Name / Faciliy: Ca Pol\, Dasry 0 DWFOB ( ) EI RwWQcB( ) @ pTsc 707
Sampling Point (s): Covrn S laj.g DWTPB OFDB O DWR Q CDFG
~ EMB U Other (Speci
System No.: Horve 5’1“4 9/30/” . (Specify)
- ~TYPE OF SAMPLE (Check all applicable boxes)
Q Drinking Water (J Groundwater S’urface Water J Wastewater

O Total Radium ~ Q Tritium (H) O isotopic Americium / Curium
O Radium-226 O Carbon-14 O Isotopic Plutonium
- O Radium-228 G lodine-131 O Isotopic Thorium
O Radon-222 J Strontium-89, 90 O Isotopic Uranium
Q Other (Specify); __ 2 QO Nickel-63 Q Iron-55 .
. 1. o v : , - ~ 4 T
Dgteii g ‘Narfie (Print ] Loy, ot -~ Pate
[Saa CDPH_RHE £A Ly MﬁW ~P3 1G4 L g, |
- Time Cust%'ﬁeoeived Signature /5y Time Custody Rejeased”” ¢
2. (e YNy )

Y . e

N 4 - - =

. "state of California ~ Health and Welfare Agency
&

% REQUEST FOR SAMPLE ANALYSIS (Radiochemical

Sanitation and Radlahon Laboratories Branch
850 Marina Bay Parkway, G164
Richmond, CA 94804

California Department of Public Health

Senal umber

Q16 22Y-9437

Telephone No.:

Telephone No.:

510-620-2011 Date & Time Sampled
otlo6/2012 1528 R 92448
Collector Information Reporting Information H
: . 3
T A e S - WO )
Address:” J?A?r{?{r K l Address: " SACam G

G((— YUYo-74%a

g

Q Raw Q  Water Treatment Plant (WTP) O Distribution System U Point of Use (POU)
Q Treated (circle one): Chlorinated / Chloraminated / Chlorine Dioxide / Ozonated / Peroxizone / Fluoridated / Coagulated / pH Adjusted
O Air Filters Date/Time QO Seawater L3 Sludge (Semi-solid Samples)
Finishing: Q Milk Q Soil/Sediment "
Starting: QO Wipes %Biota (T ype;: 2{2 ra S, /ch(’
Net (M%) - Q Radon Canister Q Other: X
}Ef AIr Charcoal Cartridge
AT
~* = COMMENTS: (Cautions, etc.):
=+ Field Treatment; Preservatives added: Iced/Frozen: Other:
Q Field Measurement: mR/hr 0 Radionuclide(s), if known:
Q Ru‘sQ/Pnonty‘(s\%uld be prearranged and haVe supervisory approval) P
. v'ANALYSIS REQUESI ED (For questlons please call 510-620-2911)
—~ (1 Gross Alpha - O Gross Beta d
Q Total Uranium J Total Beta (LSC) U NORM{Gamma)

Date

Organizatign
Namg(Pr’Et) ’ - f
—_CDPI /ZBA

’VJ) Cw\ WiksZ ff%

Time éustody ﬂ‘e‘ceived

=

Organization T Signature lpased -
R S-Peehop. : it
.Date Name (Print) . Date
/A - ___ _DweLR $DA/0~._ . |
Time Custody Received - --Organization Signature o Time Custody Released

Lab 803 (11/07)



State of California - Health and Human Services Agency
California Department of Public Health

Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804

RON CHAPMAN, MD, MPH Phone: (510) 620-2911 Fax: (510) 620-2940 EDMUND G. BROWN JR.
Director Governor

FINAL Analysis Results Report for Task ID. N12-0093

Analyst: Angela Tan Analysis Approved By: Shiyamalie Ruberu Analysis Approval Date: 03/02/2012
Requestor
Name: Steve Hsu Organization: Radiologic Health Branch
Address: MS 7610, 1500 Capitol Avenue
City: Sacramento State: CA Zip Code: 95814-5006 Phone: 916-440-7940
Site and Sample Information
Collector's Name: Tom Hook Date/Time Collected: 02/06/2012 10:15 Date/Time Received: 02/07/2012 11:00
Site Name: Diablo Canyon NPP Source Name: Biota / 1st Qtr 2012
R Number: R 92655 Sample Type: Vegetation
Sample ID Sampling Point Method Parameter Result + CE MDAgs Units
N12-0093-001 Vegetation HASL Ga-01-R  Dry Wt./Wet Wt. 0.151 *
N12-0093-001 Vegetation HASL Ga-01-R  K-40 20.8 £ 0.491 0.675 pCi/g dry wt

1. Precision criteria for these methods were determined to be acceptable.

2. CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking Water, EPA-600/4-80-032, August 1980

3. MDAG®S is the sample specific minimum detectable activity at the 95% confidence level, which is the LLD95 divided by 2.22, the efficiency and the yield, and may inciude factors
for abundance, decay and ingrowth, depending on the particular radionuclide. LLD95 is defined in section 7020C, Standard Methods for the Examination of Water and
Wastewater, American Water Works Association, 21st Ed., 2005, where Sb is the square root of the instrument background count rate.
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I |

Stéte of California — Health and Welfare Agency

Califomia Department of Public Health

REQUEST FOR SAMPLE ANALYSIS (Radi

Sanitation and Radiation Laboratories Branch
850 Marina Bay Parkway, G164
a & R 92655

Collector lnformation - Reportmg lnformatlm

Name: Name: : o

Dept./Branch: K"f / + H : Dept. /Branch T

Address: , Address:

Telephone No.: Telephone No.: )

Sample Information Billing Agency |

System Name / Facility: DC P P R E M? / .7 (,/ O DWroB( ) ! ORHB O RwWQCB () QDTsSC
..¥Sampling Point (s): ’ J DWTPB L FDB 0 DWR Q CDFG

. Q EmMB Other (Specify)

System No.:

TYPE OF SAMPLE (Check all applicable boxes)

QO Drinking Water 0 Groundwater . J Surface Water U Wastewater

Q Raw Q Water Treatment Plant (WTP) Q Distribution System Q' Point of Use (POU)

U Treated (circle one): Chlorinated / Chloraminated / Chlorine Dioxide / Ozonated / Peroxizone / Fluoridated / Coagulated / pH Adjusted

O Air Filters Date/Time Q Seawater O Sludge (Semi-solid Samples)

Finishing: O Milk Q Soil/Sediment
Starting: ) QO Wipes O Biota (Type): __(jﬁ_géﬂ; V)

~  Net(vd ' QO Radon Canister Q Other: '

“Q Air Charcoal Cartridge

.COMMENTS: (Cautions, etc.):

CI Fleld Treatment: Preservatives added: Iced/Frozen: Other:
"’D Field Measurement: mR/hr U Radionuclide(s), if known:
\El RushIPnonty (should be prearranged and have supervisory approval)

ANALYSIS REQUESTED (For questions, please call 510-620-2911)

U Gross Alpha O Gross Beta U Gamma Scan
Q Total Uranium Q Total Beta (LSC) QO NORM (Gamma)
O Total Radium Q Tritium CH) QO isotopic Amencmm/Cunum
O Radium-226 Q Carbon-14 Q Isotopic Plutonium S
Q Radium-228 . Q lodine-131 Q Isotopic Thorium
Q Radon-222 " ' Q Strontium-89, 90 Q Isotopic Uranium
O Other (Specify); (W] Nickel-63 O Iron-55
1. o
Date “ Name (Print) ) Date
Time Custody Received - Organization Signature Time Custody Released -
z Date ’ " Name (Print) ‘ x Date
Time Custody Received  Organization Signature . Time Custody Released
3. 2-8-12 UA

Date ' Name (Print) v : Date ‘
00 P IARE' V.y Y '
Time Custody Received = Organization =~ ¥ - 'V =2 - Signafure Time Custody Released

Lab 803 (11/07)



; State of California - Health and Human Services Agency
&2 California Department of Public Health

¢

DPH . L
Drinking Water and Radiation Laboratory Branch

lizHealth

#
850 Marina Bay Parkway, Richmond, CA 94804
Phone: (510) 620-2911 Fax: (510) 620-2940
FINAL Analysis Results Report for Task ID. 12-0758
Collector:  Rick Treinen RHB Requestor: Roger Lupo RHB
PO Box 56 CDPH - RHB, 1500 Capitol Av., MS 7610
Avila Beach CA 93424 Sacramento CA 95814-5006
Phone Number: 805-545-6481 Phone Number: 916-440-7955
Site/Project Name: Diablo Canoyon NPP / Milk / December 2012
System No: Billing Agency: RHB Samples Received by Lab: 12/11/2012
Parameter Method Result +/- CE MDA o5 Units
Lab No: 12-0758-01  Sample ID: R 92367 Time Collected: 12/10/2012 07:30 Sampling Point: Cal Poly Dairy
Sample Type: Milk Farms
1-131 EPA 401.1 0.272 +/- 0.864 2.40 pCi/L
K-40 EPA 901.1 1270 +/- 27.9 279 pCi/LL

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking

Water, EPA-600/4-80-032, August 1980,
(3) MDAZYs is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency, and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-
nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID: 12-0758
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State of Califomia ~ Health and Welfare Agency ¢ California Department of Public Health

REQUEST FOR SAMPLé ANALYSIS (Radiochemical i

Sanitatlon and Radiation Laboratories Branch
850 Marina Bay Parkway, G164

Richmond, CA 94804

510-620-2911

D
Serial Number

-R 92367

i

Collector Infonnatlon
Name e ’ }4 an

Dept Bo
Address fur o AL 5;,6 cA qg42¢ »":

Telephone No." 2GS < S?—“’%‘”Z@”] e ekﬂ—i.f

Sample information

System Name / Facillty: /'f}) POL‘{ D/)/ﬂ‘/ JDWFOB( ) QRHB ORWQCH() Q DTSC

Sampling Point (s): QFDB O DWR . O CORG
. Q Other (Specify)
System No.: : 5 FzL ( PeCfY)

TYPE OF SAMPLE (Check all applicable bexes)

A

Q Drinking Water Q Groundwater Surface Water Q Wastewater

0 Raw O Water Treatment Plant (W'f' P) Distribution System - Point of Use (POU) \

Q Treated (circle one): Chlorinated / Chloraminated / Chiorine Dloxfde / Ozonated / Peroxizone / Fluoridatedy Coagulated / pH Adjusted

U Air Filters k3 Date/Tin ime . Seawater Q Sludge (Semi-solid Samples)
Finishing: - M Milk O SoilrSediment - ¢
Starting: T . 42 Wipes ~ U Biota (Type): >

__Net (M%) TR t Radon Canister O Other: .

Q2 Air Charcoal Cartridge

/ COMMENTS: (Cautigg*séétdé)i@ o ool b L Y i 4 o ¥ e
: ? Field Treatment:  Preservatives added: M‘{Jﬂ . d/Frozen '

3 Field Measurement: mR/mr’ E]Radlonuchde(s), if known:

Q Rush/Pnonty (should be prearranged and have supervisory appq:al)

ANALYSIS REQUESTED (For questlon§ please call 510-620-291 1)

Q Gross Alpi§ - O Gross Beta? Q Gamma Scan

Q Total Uranium (d Total Beta éSC) O NORM (Gamma)

U Total Radium - Q  Tritium (3H§7 Q Isotopic Americiam / Curium

Q Radium-226 » S Q Carbon-14 ;. Q Isotopic Plutonium

O Radium-228 * : ' Q lodine-1312 Q Isotopic Thorium

Q Radon-222 O Strontium-89, 90 Q Isotopic Uranium

Q Other (Specify)' Q Nickel-63 Q Iron-55

ﬁﬁ'e%%to%m ,prgayzat' N 7_.;._, e ;N - l L ——s /?OO

£ . Time Custody Released
Date Name (Print) : S Date

-2

Time Custody Received  Organization

" Date 14 ~ Name (Prinf) ' —— .. Date '
ALY 0TS o - ;
Time Custody Received  Organization - : e Signatu Time Custody Released

Signature ’ . Time Custody Released’

Lab 803 (11/07)



State of California - Health and Human Services Agency
California Department of Public Health

Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804
Phone: (510) 620-2911 Fax: (510) 620-2940

FINAL Analysis Results Report for Task ID. 12-0619

Collector:  Orlando Sabi PG&E Requestor: Roger Lupo RHB
P.O Box 56 CDPH - RHB, 1500 Capitol Av., MS 7610
Avila Beach CA 93424 Sacramento CA 95814-5006
Phone Number: 805-545-4415 Phone Number: 916-440-7955
Site/Project Name: Diablo Canoyon NPP / November 2012
System No: Billing Agency: RHB Samples Received by Lab: 11/21/2012
Parameter - Method Result +/- CE MDA 5 Units
Lab No: 12-0619-01 Sample ID: R 92291 Time Collected: 11/19/2012 09:15 Sampling Point: Cal Poly Dairy
Sample Type: Milk Farms
I-131 EPA 901.1 0.247 +/- 0.557 1.54 pCi/L
K-40 EPA 901.1 1240 +/-27.2 27.6 pCi/L

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking
Water, EPA-600/4-80-032, August 1980.
(3) MDASYS is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency, and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-
nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background gount rate.

Page 1 of 1 Task ID: 12-0619




State of Calfomia ~ Health and Weire Agency

Sanitation and Radiation Laboratories Branch
850 Marina Bay Parkway, G164
Richmond, CA 94804

Serial Number

"California Department of Public Heaith

System No.: PA’EY SFL

510-620-2911 g R 9 2 2 9 1
Collector Ipformation
gameB Ch.czMDO 8/ |Name: :
ept./Bran PO PoxSe /|Dept./Branch:
Address: /4“/‘4 6 s, L, ?5 ‘./2' ,» Address:
Telephone No.[xo % (5= Y4/ 05 =% Telephone No.:
.| Sample Informatio ) -|Billing Agency :
System Name / Facility: %z Y JODwFoB() QRHB QO RWQCB() QDTSC &
Sampling Point (s): < Q DWTPB Q FDB QO DWR Q cDFG

Q) Other (Specify)

TYPE OF SAMPLE (Check all applicable boxes)
EII Ijrinking Water Q Groundwater

"f:l Surface Water
Q Water Treatment Plant (WTP)“&X Distribution System

.| Treated (crrcle one): Chlorinated / Chlorammated / Chiorine Droxrde / Ozonated / Peroxrzone / Fluoridated / Coagulated / pH Adjusted

Q dastewater !
Q Point of Use (POU)

Date

U Air Filters
_ Finishing:

: @ Seawater

0 Sludge (Semi-solid Samples)

Qd Soil/Sediment

Starting: U Biota (Type):
Net (M%) Q Other:
Q Air Charcoal Canridge
. COMMENTS: (Cautrons etc.): g e g
“ 0 Fieid Treatment Preservatlves added: Other:

b Q Field Measurement:

L’I Rush/Priority (should be prearranged and have supervrsory appr ;arg

O Gross Alpha
O Total Yranium
O Total Radium

ANALYSIS REQUESTED (For questions, please call 510-620-2911 )g;}
e Gr?ss Betég‘

Q Total Beta (SC)

O Tritium (3H)i€

O Radium-226 Q Carbon-14';
Q Radium-228 Q lodine-131™"
O Radon-222 . Q Strontrum-89 90
Q Other (Specify); - 0 Nickel-63

U Gamma Scan
‘T NORM (Gamma)

& T8otopic Americium / Curium

O Isotopic Plutonium
U Isotopic Thorium

Q Isotopic Uranium

L} Iron-55

; ; éme (Pnnt)

Jris LAY
Time Custody Reoerved/ Orgamzatron

2. s
Date Name (Print) Date
- Time Custody Received -~ Organization : Signature Time Custody Released
3. i ,
Date Name (Printy V"7 Date
, (RTIVA) DALK C IR o
Time Cusio&ik*béived Organization =~ =V~ "y A w -Signature - ' Time Custody Released

Lab 803 (11/07)




State of California - Health and Human Services Agency

California Department of Public Health

Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804
Phone: (510) 620-2911 Fax: (510) 620-2940

FINAL Analysis Results Report for Task ID. 12-0508

Collector:  Tom Hook RHB Requestor: Roger Lupo RHB
P O Box 56 CDPH - RHB, 1500 Capitol Av., MS 7610
Avila Beach CA 93424 Sacramento CA 95814-5006
Phone Number: 805-545-4409 Phone Number; 916-440-7955
Site/Project Name: Diablo Canoyon NPP / Milk / October 2012
System No: Billing Agency: RHB Samples Received by Lab: 10/10/2012
Parameter Method Result +/- CE MDA 95 Units
Lab No: 12-0508-01  Sample ID: R 92161 Time Collected: 10/9/2012  07:30 Sampling Point: Cal Poly Dairy
Farms

Sampie Type: Milk

I-131 EPA 901.1 -0.0141 +/- 0.895 247 pCi/L,

K-40 EPA 901.1 1330 +/-29.0 29.3 pCi/L

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurcment of Radioactivity in Drinking
Water, EPA-600/4-80-032, August 1980.
(3) MDASYS is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency. and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radjo-

nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID: 12-0508



L c

California Department of Public Health,

-

State of California — Health and Welfare Agency

Sanitation and Radiation Laboratories Branch
~ |850 Marina Bay Parkway, G164..

Richmond, CA 94804

510-620-2911 -

umber

R 92161

s

Collector Informatlon 4Reporting Information
Name: {Name: i :
Dept. IBranch #4Dept./Branch: - -

“ 1Address: 4 % bL\ c /4 ?34 24 {Address = % \}

Telephone No.: @H5 - 545 {Telephone No.:

Sample information "4Billing Agency
System Name / Facility: C&/ %( ‘( Dm( ‘{ 0 DWFOB( ) QO RHB CI RWQCB( )y Q DTSC
Sampling Point (s): = DWTPB Q FOB .0 DWR Q yDFG
Systor No. 5 F L ‘ EMB o ther (Spec:fy) :
TYPE QF SAMPLE (Check af applicable boxes) S | ‘; L
Q Drinking Water 5 Q Groundwater i) Surface Water “ Q Wastewater
Q Raw Q Water Treatment Plant (WTP) EI Distribution System - a Point of Use (POU)
Q Treated (cnrcle one): Ghiorinated / Chloraminated / Chiorine DloxmeIOzonated/Peroxuzone/Fluondated/{Coagulated/ pH Adjusted
‘ __MEI'Alr Filters Date/Time @ Seawater , U Sludge (Semi-solid Samples)
» . Finishing: : - B Mik Q Soil/Sediment
Starting: . EEI Wipes ; U Biota (Type):
Net (M) R — § Radon Canister - Q Other;

- D Air Charcoal Cartridge

kg,

. 2 COMMENT iggutlons ecg

] FleldJ tment: Presefvatlves added: * Other™’
Q Field Measurement: __ _
<<<< D Rush/Priority (should be prearranged and have supervisory apprg 4 *
ANAL‘S@ISREQTﬁSTED (For questions, please call 51 0-620-2911) 3
O Gross Alpha - . O Gross Betaf 0 Gamma Scan
O Total Uranium O Total Beta @.SC) - Q. NORM (Gamma)
Q Total Radium i O Tritium (3H f O Isotopic Americium / Curium
O Radium-226 ‘ Q Carbon-14” . Isotopic Plutonium
QO Radium-228 : : Q lodine-131 - 0 Isotopic Thorium
Q Radon-222 - Q Strontium-89 90 *iD Isotopic Uranium
By
Q Other (Specnfy) O Nickel-63 _ 0 tron-55
Z h lee'vnen /0/?//2
Nafhe (Print) Date *
DatE 2 630

Time Ctstody Received ~ Organization b Time Custody Released
2. v -

Date Name (Print) : Date

' Time Custody Received Organization B - Signature ; Time Custody Released -

3. 10=10 -2 LA : -

Date Name (Print) e , ' " ; Date

0~ 30 , DwRep , . o
Time Custody Received  Organization b Signature™ dan Time Custodv Released

1ab-803 (11707)




State of California - Health and Human Services Agency

California Department of Public Health

Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804
Phone: (510) 620-2911 Fax: (510) 620-2940

FINAL Analysis Results Report for Task ID. 12-0457

Collector: Tom Hook RHB Requestor: Roger Lupo RHB
P O Box 56 CDPH - RHB, 1500 Capitol Av., MS 7610
Avila Beach CA 93424 Sacramento CA 95814-5006
Phone Number: 805-545-4409 Phone Number: 916-440-7955
Site/Project Name: Diablo Canoyon NPP / Milk / September 2012
System No: Billing Agency: RHB Samples Received by Lab: 9/18/2012
Parameter Method Result +/- CE MDA o5 Units
Lab No: 12-0457-01  Sample ID: R 92267 Time Collected: 9/17/2012  09:00 Sampling Point: Cal Poly Dairy
Sample Type: Milk Farms
I-131 EPA 901.1 0.386 +/- 0.515 1.43 pCi/L.
K-40 EPA 901.1 1270 +/- 27.8 27.5 pCi/L

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking
Water, EPA-600/4-80-032, August 1980.
(3) MDAGOS is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency. and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-

nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID: 12-0457
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‘
State of Califomia ~ Health and Welfare Agency

California Department of Public Health

REQUEST FOR SAMPLé NALYSIS (Radiochemical

Sanitation and Radiation Laboratories Branch
850 Marina Bay Parkway, G164 .

Richmond, CA 94804 2
510-620-2911 / :
W2 a900 R 92267
Collector Information S N :ﬁieporung information
Name: 77 i {Name:
Dept./Branch: o) gé v aa*Oept /Branch
Address: 4 /ﬂ_ A ?34 ﬂ {Address:
Telephone No.: QA‘S LCAL, - A4 , Telephone No.:
Sample Information N / , , Billing Agency ~
System Name / Facility: 5’4/ }% r A/ff JODWFOB( ) QRHB QRWQCB( ) Q DTSC
Sampling Point (s): -{Q pwrPB Q FDB O DWR Q CDFG
EMB U Other (Speci

System No.: ) 5F Z = pecify)
TYPE OF SAMPLE (Check all applicable boxes) %
Q Drinking Water Q Groundwater %I Surface Water - d Wastewater
O Raw Q Water Treatment Plant (WTP) Q Distribution System O Point of Use (POU)
O Treated (circle one): Chlorinated / Chloraminated / Chiorine Dim@de/Ozonated/Peroxizone/FIuoridated/CoaguIated/pH Adjusted
U Air Filters Date/Time D Seawater Q Sludge (Semi-solid Samples)

Finishing: ‘ , D mi Q Soil/Sediment

Starting: , _ & Wipes Q Biota (Type):

Net (M*) : - 49 Radon Canister Q Other:

==~ Air Charcoal Cartridge v N -
= S— T =
COMMENTS: (Cautions, etc.: _ S SR
. Field Treatmeént’, Preservativés added: — Fprpabdaliipis JesdFrozen: '~ * ~ °  Other:
:>D Field Measurement: mR/mr i ElRadionuclide(s), if known: : S
h;ﬂm,
O Rush/Priority (should be prearranged and have supervnsory appr al)
ANALYSIS REQUESTED (For questions, please call 510-620-291 1) N
U Gross Klpha 0 Gross Beta:i; 0 Gamma Scan
. O Total Uranium™ ' Q@ Total Beta é.SC) Q NORM (Gamma)
a Total Radium Q Tritium (3H);; Q Isotopic Americium / Curium
Q Radium-226 Q Carbon-14 Q 1sotopic Plutonium
0 Radium-228 O todine-1314% QO Isotopic Thorium
J Radon-222* Q Strontium-89, 90 U isotopic Uranium
Q Other (Specify); - O Nickel-63 ~ "" Q Iron-56
1. / (c& 2,;, 42 " 7//?/1.2
Dats Name (Prmt) . Date
_ﬁﬁﬂg , ‘ | 200
Time Custody Received Orgamzatron ‘ gnature Time Custody Released
2.
Date Name (Print) s Date
Time Custody Received  Organization “+'8ignature Time Cusrody Released”
3.

Date % ‘g 2 Name (Print)~ , - Date
r . Y o . .
Time Custod ived  Organization B (: 7 : Signature Time Custody Released :

Lab 803 (11/07)



State of California - Health and Human Services Agency

N California Department of Public Health

9(“B1 H Drinking Water and Radiation Laboratory Branch

£ aldninia Doporimens ur
FashlicHealth

850 Marina Bay Parkway, Richmond, CA 94804
Phone: (510) 620-2911 Fax: (510) 620-2940

FINAL Analysis Results Report for Task ID. 12-0592

Collector:  Gary Smits RHB Requestor: Roger Lupo RHB
Lab 511, 9th St CDPH - RHB, 1500 Capitol Av., MS 7610
Crescent City CA 95531 Sacramento CA 95814-5006

Phone Number: Phone Number: 916-440-7955

Site/Project Name: Rumiano Cheese / Milk / 3rd Qtr 2012

System No: Billing Agency: RHB ' Samples Received by Lab: 11/6/2012
Parameter Method Result +/- CE MDA 95 Units
Lab No: 12-0592-01 Sample ID: R 92343 Time Collected: 11/5/2012 11:00 Sampling Point: Rumiano Chesse

Sample Type: Milk

K-40 EPA 901.1 1240 +/- 30.0 37.0 pCi/L

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking
Water, EPA-600/4-80-032, August 1980.
(3) MDAJYS5 is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency, and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-
nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID: 12-0592



P
State of California - Health and Welfare Agency

Sanitation and Radiation Laboratories Branch
850 Marina Bay Parkway, G164 e
Richmond, CA 94804

Caifomia Department of Public Health

510-620-2911 .
Collector Information _ Reporti’ng Inﬁ:rmatlon :
g:g:%%n?ﬁys n 'ﬁ ‘ g:rp':e/Branch‘
_|Address: “|Address: e
207 153 ‘ |

Telephone No.:

|System Name / Facility: @ , ny | v 0 @ lagsiss C0

Sample Information

Sampling Point (s):

N 01ek u suabsa,

ik sl Crescenreis on. gz

Q DTSC
Q CDFG

QU RHB 0 RWQCB( )
O FDB QO DWR
Q) Other (Specify)

TYPE OF SAMPLE (Check ali applicable boxes)

Q Groundwater

ﬂ Surface Water

Q Wastewater

@ Drinking Water
Raw

Q Water Treatment Plant (WTP) ‘El Distribution System

Q Point of Use (POU)

(I Treated (circle one): Chiorinated / Chloraminated / Chiorine Dloz%de / Ozonated / Peroxizone / Fluoridated / Coagulated / pH Ad}usted

O Air Filters Date/Time 1 Seawater O Sludge (Semi-solid Samples)
Finishing: Q Soil/Sediment
Starting: - e O Biota (Type):
- Net (M) ‘*" Q Other: , 4
Q AirCharcoal Cartridge )
COMMENTS (Caut|ons etc) : i ,,;,3: S
O Field’Treatment: Other: ___ T

Q Field Measurement:

Preservatlves added

(2 Rush/Priority (should be prearranged and have supervisbry/ appr v';'fal)‘w.z

ANALYSIS REQUESTED (For questions, please eall 510-620-2911)3

O Gross Alpha 0O Gross Betai O Gamma Scan
Q Total Uranium Q Total Beta £5C) Q NORM (Gamma)
O Total Radium O Tritium (3H);§ QO Isotopic Americium / Curium
O Radium-226 Q Carbon-14 *- Q Isotopic Plutonium
QO Radium-228 Q lodine-131 * U Isotopic Thorium
O Radon-222 Q Strontium-83, 90 Q Isotopic Uranium
Q Other (Specify); Q Nickel-63 Q iron-55
1. _ )2 Af-\ 2/ SH r'rJ ¥ /(-5 -/
Ddté . " Narme (Print) < Date /' |
Timé gustody Received rganization Slg ture Time Cﬁ(ﬁy; Released
2. 3 : - ‘
Date Name (Print) i . Date
. ' @ oy
Time Custody Received  Organization *Signature Time Custody Released
3. 5 ' l b"i Q l\)_k L
ate Name (Print) Date
- Time Custody-Received  Organization >~ ~g<Bignat Time Custody Released

' Lab 803 (11/07)




State of California - Health and Human Services Agency
California Department of Public Health

)
.)(Bl H Drinking Water and Radiation Laboratory Branch

PublicHealth
850 Marina Bay Parkway, Richmond, CA 94804

Phone: (510) 620-2911 Fax: (510) 620-2940

FINAL Analysis Results Report for Task ID. 12-0593

Collector:  Chris Christensen RHB Requestor: Roger Lupo RHB
CDPH - RHB, 1500 Capitol Av., MS 7610
Sacramento CA 95814-5006

CA
Phone Number; 707-299-8761

Site/Project Name: Humboldt Creamery / Milk / 3rd Qtr 2012

Phone Number: 916-440-7955

Samples Received by Lab: 11/6/2012

System No: Billing Agency: RHB
Parameter Method Result +/- CE MDA o5 Units
Lab No: 12-0593-01  Sample ID: R 92342 Time Collected: 11/6/2012 07:20  Sampling Point: Humboldt
Sample Type: Milk Creamery
EPA 901.1 1220 +/- 334 58.4 | pCI;L o

K-40

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking

Water, EPA-600/4-80-032, August 1980.
(3) MDAJS is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency, and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-
nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID: 12-0593



PR
State of California — Health and Welfare Agency

__REQUEST FOR SAMPLE

California Department of Public Health

ANALYSIS

Q Field Measurement: mR/hr

/@ Radionuclides), if known:

: ‘ Radiochemical
Sanitation and Radiation Laboratories Branch
850 Marina Bay Parkway, G164 E
3 : &
?;?6'“2%‘-‘2”9211\ 94804 Cy Date & Time ?ampled Serial Number
/)Gl 4720 R 92342
Collector information o Reportmg Informatlon
Name:  —hess Lhr'sFepsren ame. 1.7k .} iny Foud f‘f«% Branck
Dept./Branch: cdra L F Dept /Branch: /2 20 o 5 heT
- Address:

Address 2’ 3 ! 4”’ . S AC ket g ,.,'76

7—!4»\'4 [ 4559 D 7\59,9
Telephone No a0 - 2992742 Telephone No
Sample Information =~ |Billing Agency
System Name / Facility: Hambo 1T . c'“""f'” jOpowroB() QRHB O RWQCB( ) Q DTSC
Sampling Point (s): 592 ft3 “';7' £} DWTPB Q FDB QO DWR QO CDFG

ForTuwe < EMB O Other (Speci
System No.: i 45549 (Specify)
TYPE OF SAMPLE (Check all applicable boxes) , i;
O Drinking Water O Groundwater Id Surface Water O Wastewater
O Raw QO Water Treatment Plant (WTP) @ Distribution System U Point of Use (POU)
~-{1 Treated (circle one): Chlorinated / Chloraminated / Chiorine Dloxrde / Ozonated / Peroxizone / Fluoridated / Coagulated / pH Adjusted
Q Air Filters Date/Time @ Seawater O Sludge (Semi-solid Samples)
Finishing: _ ﬁ Milk Q Soil/Sediment
_ Starting: ~~ Wipes U1 Biota (Type):
7 Net (M) Q Radon Canister Q Other: ___
«={Q Air Charcoal Cartridge

COMMENTS: (Cautions, etc.): — L R : :
Q Field Treatment:  Preservatives added: A d/Frozen: Other: i

QO Rush/Priority (should be prearranged and have supervisory apﬁrdial) fl
ANALYSIS REQUESTED (For questions, please call 510-620-291 1)«
O Gross Alpha Q Gross BetaE U Gamma Scan
Q Total Uranium Q Total Beta (iSC) O NORM (Gamma)
O . Total Radium ‘ QO Tritium (3H) Q Isotopic Americium / Curium
O Radium-226 h Q Carbon-14 © 3: Q Isotopic Plutonium
Q Radium-228 Q lodine-131 3 U Isotopic Thorium
O Radon-222 Q Strontuum-&? 90 O Isotopic Uranium
Q1 Other (Specify); Q Nickel-63 4 O Iron-55
CHAIN OF CUSTODY i ST T
1. tfefeiy 122G 12
Date Date ~
OFLL A7z2a
Time Custody Received Time Custody Released
2, }~5-/2 1L-S=L2
Date Date
2720 ¥ azZ2s
Time Custody Received & ignatul / Time Custody Released
3. 5 -3 G & A- o -
ate .Name (Print) T LA Y : Date
= ap NN /o Y/ —
Time CuStody ived . Organization b o ~Signaturte . A - Time Custodv Released

Lab 803 (11/07)




State of California - Health and Human Services Agency

%‘Jﬁﬂw California Department of Public Health
"D
’95@3}932 Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804
Phone: (510) 620-2911 Fax: (510) 620-2940

FINAL Analysis Results Report for Task ID. 12-0337

Collector:  Chris Christensen RHB Requestor: Roger Lupo RHB
CDPH - RHB, 1500 Capitol Av., MS 7610
Sacramento CA 95814-5006

CA
Phone Number: 707-299-8761
Site/Project Name: Humboldt Creamery / 3rd Qtr Milk
Billing Agency: RHB

Phone Number: 916-440-7955

Samples Received by Lab: 8/10/2012

System No:

Parameter Method Result +/- CE MDA 95 Units

Lab No: 12-0337-01  Sample ID: R 92162 Time Collected: 8/8/2012  10:00  Sampling Point: Humboldt
Creamery

Sample Type: Milk

EPA 901.1 1300 +/- 28.8 33.0 pCi/L.

K-40

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking

Water, EPA-600/4-80-032, August 1980.
(3) MDADS is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22.
the efficiency, and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-
nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID: 12-0337
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» 13 . . g-« \ . \:\
State of Califonia — Heaith and Welfare Agency ' » R . * California Department of Public He‘a}m

Samtatlon and Radratron Laboratories Branch

850 Marina Bay Parkway, G164 .
Richmond, CA 94804
510-620-2911
Collector Informatron - Repcrtlng Information
Name: /rufcm/\/ |Name: ,47, ay Fo v _(“W Brand
Dept./Branc {Dept./Branch’ / Qio ” Shecr
Address: 5,5, 4 5 L Address: ‘
“ : Saclra me,v’fb e 7_:;g1¢/

TelephoneNcE’ Tuwa €A gs5yp
Sample Information

System Name / Facility: 7, 4o # Cream b

{QDWroB( ) QRHB QRWQCB( ) QO DTSC

Sampling Point (s): 52 A DWTPB Q FDB 0 DWR 0 CDFG
Z ghweg EMB Q Other (Specify) ,

System No.: foctivan 4 dsc90 ]

TYPE OF SAMPLE (Check ali applicable boxes) b o ;‘ Y

J Drinking Water Q ‘Groundwater B Surface Water QO Wastewater : £

O Raw Q Water Treatment Plant (WTP) €1 Distribution System U Point of Use (POU)

O Treated (circle one): Chlorinated / Chloraminated / Chiorine. Dro@e/OzonatekPeroxrzone/ FIuondated/Coagulated/pH Adjusted
= Q Air Filters Date/Time E] Seawater Q- Sludge (Semi-solid Samples)
: ‘_& Finishing: = . Milk O Soil/Sediment
o Starting: o e 1 Wipes - Q Biota (Type):

: D e R % -
Net (M*) : . - B Radon Canister Q Other:

'Q Air Charcoal Cartridge

COMMENTS: (Cautions, etc.): ; - : , o
Q Field Treatment: ~ Preservatives added: 2 e 7§rézen':' - Other:
Q Field Measurement: mRhr D;| B’ad\onucllde(s) if known:
QO Rush/Priority (should be prearranged and have supervisory appr" h

ANALYSIS REQUESTED (For questrons, please call 510-620-2911) ;

e

Gamma Scan -

O Gross Alpha QO Gross Beta & Q

{Q Total Uranium Q Total Beta (E'.SC) 2 NORM (Gamma)

QO Total Radium ' Q Tritium (3H) U Isotopic Americium / Curium

0 Radium-226 ' Q. Carbon-14 O Isotopic Plutonium

QO Radium-228 ‘ Q loding-131 .- Q Isotopic-Thorium

Q Radon-222 ' ' Q Stronﬁium-&é, 90 Q Isotopic Uranium

Q Other (Specify); Q Nickel-63 | Q tron-55 :

. S _ al Ceend: /Ry O -2/
! [_)ﬁe—_2 £2— Nam'Je((Print) : Date

L2oa '#"”"%Q"‘W DL

Time Custody Received Ofganization _Signat Time Custody Released

2. F-Z )R - CH,QEF é‘(‘;,;,,f,_ ) : : ok i 0 T
Date Name (Print) ‘ . N Date

- AOLS L%Uk_l_.b-..‘:,_&,% . ' e L0-20
- Time Custody Received  Organization A ature ; Time Custody Released
38, Qéélli“lik e v
Date Name (Prinf) : — ' Date
.00 DWRLE A0 T @l
Time Custody Received - Organization 7 Signature AR A Time Custodv Released

Lab 803 (11/07)
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State of California - Health and Human Services Agency

California Department of Public Health

Drinking Water and Radiation Laboratory Branch

" puniicHealth

850 Marina Bay Parkway, Richmond, CA 94804
Phone: (510) 620-2911 Fax: (510) 620-2940
FINAL Analysis Results Report for Task ID. 12-0329
Collector:  Gary Smits RHB Requestor: Roger Lupo RHB
Lab 511, 9th St CDPH - RHB, 1500 Capitol Av., MS 7610
Crescent City CA 95531 Sacramento CA 95814-5006

Phone Number: Phone Number: 916-440-7955

Site/Project Name: Rumiano Cheese / 3rd Qtr 2012 Milk
System No: Billing Agency: RHB

Samples Received by Lab: 8/7/2012

Parameter Method Result +/- CE MDA 95 Units

Lab No: 12-0329-01  Sample ID: R 92159 Time Collected: 8/6/2012  08:49 Sampling Point: Rumiano Cheese

Sample Type: Milk

K-40 EPA 901.1 1330 +/- 31.2 45.9 pCi/L.

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking

Water, EPA-600/4-80-032, August 1980.
(3) MDASS is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency, and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-
nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID: 12-0329
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State of Califoria — Health and Welfare Agency ' -z : California Department of Public Heaith

REQUEST FOR SAMPLE ANALYSIS (Radiochemical

Sanitation and Radiation Laboratories Branch
850 Marina Bay Parkway, G164

Richmond, CA 94804

510-620-2911

Serial Number

R 92159

Collector Information R
Name: S~ RY Sm TS /IName:
Dept./Branch: A & 4
Address: 1191 .

gf&‘sc«.«'r&w c,A- 7J5.7/
Telephone No.:
Sample Iinformation
System Name / Facility: R UM a0 Qhsesg Co

Sampling Point (s): Fae M frek gf w

SystemNo.. L mad) & /
TYPE OF SAMPLE (Check aII applicable boxes)

Q. Drinking Water Q Groundwater urface Water ( "] of gg Wastewater
M Raw QO Water Treatment Plant (WT, P) istribution)System pret Point of Use (POU)

U Treated (circle one): Chlorinated / Chioraminated / Chlorine Dloéde / Ozonated / Peroxizone / Flgondated / Coagulated / pH Adjusted

Billing Agency , o

{0 DowroB( ) QRHB D Rwace() o/bTsc
DWTPB QPP O DWR Q CDFG

EMB Q other (Specify)

QO Air Filters Date/Time @ZI Seawater - .7 U Studge (Semi-solid Samples)
Finishing: Q Soil/Sediment -
Starting: Q Biota (Type):

Net (M) Sl _ . Radon Canister QO Other:
/\(“D Air-Charcoal Cartridge 1 :

_COMMENTS: (Cautions, etc.):. g B i S e o i et
Q Field Treatment: ~ Preservatives added: ' : :

O Field Measurement: __mR/r ~

Q Rush/Priority (should be prearranged and have supervfsory apprcgfalf

- ANALYSIS REQUESTED (For questions, please call 510—620-294 1;%

O Gamma Scan

& Gross Alpha -0 Gross Bet
- Q Aptal Uranium O Total Beta éSC) O NORM (Gamma)
O Total Radium Q Tritium ¢ H): Q Isotopic Americium / Curium
Q Radium-226 Q Carbon-14 | Q isotopic Plutonium
Q Radium-228 ’ Q lodine-131 - Q Isotopic Thorium
O Radon-222 - Q Strontlum-89 90 Q Isotopic Uranium
QO Iron-55

Q Other (Specify); O Nickel-63

-3-! /-ﬂfhz\/ Swui+s R-e-1Z -
Daté ‘ e (Print) Date _
, Qo !
.. Time Custody eceived = Organization Time Custody Released
2. .
Date ~~ % Name (Print) ; o ’ ’ Date
Time Custody Received - Organization Signature Tlme Custody‘Released
3. - ‘ W
T (Ol @ =
- g? ‘ r\.,;f){,;@_ , ,/ -
- Time Custociy"ieébiyéd Organization VUTRE Svgnature  Time Custody Released

Lab 803.(11/07)




State of California - Health and Human Services Agency
California Department of Public Health

Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804
Phone: (5§10) 620-2911 Fax: (510) 620-2940

FINAL Analysis Results Report for Task ID. 12-0328

Collector:  Tom Hook RHB Requestor: Roger Lupo RHB
P O Box 56 CDPH - RHB, 1500 Capitol Av., MS 7610
Avila Beach CA 93424 Sacramento CA 95814-5006
Phone Number: 805-545-4409 Phone Number: 916-440-7955
Site/Project Name: Diablo Canyon NPP / Milk / August 2012
System No: Billing Agency: RHB Samples Received by Lab: 8/7/2012
Parameter Method Result +/- CE MDA 95 Units
Lab No: 12-0328-01  Sample ID: R 92141 Time Collected: 8/6/2012  07:15 Sampling Point: Cal Poly Dairy

Sample Type: Milk

1-131 EPA 901.1 0.277 +/- 0.637 1.77 pCi/L
K-40 EPA 901.1 1310 +/- 28.5 27.0 pCi/L

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking
Water, EPA-600/4-80-032, August 1980.
(3) MDAZYs5 is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency, and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-

nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID: 12-0328
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State of California ~ Health and Welfare Agency California Department of Public Health

REQUEST FOR SAMPLE# ANALYSIS Radlochemlcal

Sanitatton and Radiation Laboratories Branch
850 Marina Bay Parkway, G164
Richmond, CA 94804

T 7& erial Num|
510-620-2911 { / Tte
- : 1 8[bf12 a’—HG R 92141
Collector Information = {Reporting Information
Name: 0@; -4Name:
Dept. lBtanc% PO Boit 4Dept./Branch
Address: {Address:
Al Be] on 43424 | fraoress:
Telephone No.: 24 S - 545 4404 ' Telephone No Y,
Sample Information illing Agency ~
System Name / Facility: PO/“( DQAZV" DWFOB( ) QRHB QO RWQCB( ) Q DTSC
Sampling Point (s): . T DWTPB Q@ FDB 0O DWR Q CDFG
EMB J Other (Speci i

System No.: 5 F ;__ (Specify)
TYPE OF SAMPLE (Check all applicable boxes)
U Drinking Water Q Groundwater El Surface Water Q Wastewater
Q Raw U Water Treatment Plant (WTP) &l Distribution System O Point of Use (POU)
a 'I:reated (circle one): Chlorina'ted / Chloraminated / Chlorine Dloxrde / Ozonated / Peroxizone / Fluoridated / Coagulated / pH Adjusted
U AirFilters Date/Time @ Seawater Q Sludge (Semi-solid Samples)

Finishing: -nﬁ Milk Q Soil/Sediment

Starting:  ’ @ Wipes Q Biota (Type): Q

Net (M%) @ Radon Canister Q Other: _\"‘N)

~ D Air Charcoal Cartridge - N

COMMENTS:: (Cautions, efc.); . O 4

$4 Field Treatment:  Preservatives added: ' ,Zgélerozen < @ther A
Q Field Measurement: : Radlonucllde(s) if known:
O Rush/Priority (should be prearranged and have supervisory appr ) al)

ANALYSIS REQUESTED (For questions, please call 510-620-291 1)'. :

7

O Gross Aipha 0 Gross Betas O Gamma Scan
O Total Uranium O Total Beta ({SC) O NORM (Gamma) R
O Total Radium O Tritium (3H)L Q Isotopic Americiumlewljumf
O Radium-226 Q Carbon-14 ; Q Isotopic Plutonium
0 Radium-228 U lodine-131 Q Isotopic Thorium
O Radon-222 Q Strontium-89, 90 Q Isotopic Uranium
Q2 Other (Specify); Q Nickel-63 Q Iron-55
Y- » E— = ————eee
1. 5/4: /;Z
Date Name (Print) Date ¢ _°7
ARG /%%@ /200
~ Time Custody Received Orgamzatlon Time Custody Released ~
2. : :
Date Name (Prind) : ' Date
Time Custody Received ~ Organization " Signature ' ~ Time Custody Released

3. 2-2-1Q /A

Date ; Name (Print) o Date
10D DaRLD | Tl a b
Time Custbdy Received ~ Organization o - ~* Signature : ’ Time Custodv Released

Lab 803 (11/07)



State of California - Health and Human Services Agency

California Department of Public Health

Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804
Phone: (510) 620-2911 Fax: (510) 620-2940

FINAL Analysis Results Report for Task ID. 12-0253

Collector:  Tom Hook RHB Requestor: Roger Lupo RHB
P O Box 56 CDPH - RHB, 1500 Capitol Av., MS 7610
Avila Beach CA 93424 Sacramento CA 95814-5006
Phone Number: 805-545-4409 Phone Number: 916-440-7955
Site/Project Name: Diablo Canoyon NPP / Milk / July 2012
System No: Billing Agency: RHB Samples Received by Lab: 7/11/2012
Parameter Method Result +/- CE MDA 95 Units
Lab No: 12-0253-01 Sample ID: R 92142 Time Collected: 7/10/2012 13:05 Sampling Point: Cal Poly Dairy

Sample Type: Milk

1-131 EPA 901.1 -0.171 +/- 0.653 1.98 pCi/L
K-40 EPA 901.1 1310 +/- 30.6 452 pCi/L

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking
Water, EPA-600/4-80-032, August 1980.
(3) MDADs5 is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency, and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-

nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID;: 12-0253
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REQUEST FOR SAMPLE*A ALYSIS

Sanitati&; and Radiation Labou’atones Branch
850 Marina Bay Parkway, G164

Richmond, CA 94804

510-620-2911

?/In/ |2

R 92142

Collector Information

Repérting | Informatlcm

Name: .7—- 21‘ 4\ 0 Name: \’
Dept./Branch: PZ:% o 5T £ JBept./Branch
Address: i < TFAddress:
ress Aviig Beact,of 731‘/21_/ i
Telephone No.: / LU/ L/L/ 05/ elephoneiNo

Sample Information ~

System Name / Facility: J DWFOB( ) QRHB T RWQCB() QDTSsC _
Sampling Point (s): DWTPB QrFbB Q DWR O CDFG
EMB  Other (Specify)

System No.:
TYPE OF SAMPLE (Check all applicable boxes)

J Drinking Water & Groundwater 8 Surface Water Q Wastewater
& Raw - Q Water Treatment Plant (WTP). ,Q Distribution System . Q Point of Use (POU)

CI Treated (circle one): Chlorinated /' Chloraminated / Chlorine Dm)@le ! Ozonated / Peromzone / Fluondated / Coagulated / pH Adjusted

X

EI Air Filters Date/Time f@ Seawater Q Sludge (Semi-solid Samples)
Finishing: — NY Milk Q Soil/Sediment
Starting:. 2 Wipes QO Biota (Type):
Net (M*) , @ Radon Canister <= Q Other:
Q Air Charcoal Cartridge I
COMMENTS (Cautnons etc): ¢ e e S s s o e g e
~ [)_Field Treatifient: Preservaﬁves added Other:
O Field Measurement: mR/hr 1= Radlonuchde(s) if known
QO Rush/Priority (should be prearranged and have supervisory approvgl)
ANALYSIS REQUESTED (For questlons please call 510-620-2911) i ,“
O Gross Alpha O Grpss Beta* {0 Gamma Scan
'Q Total Uranium - Q Total Beta (k QO NORM (Gamma)
‘Q Total Radium Q Tritium (3H)*§ O isotopic Americium / Curium
O Radium-226 ) O Carbon-14 % Q Isotopic Plutonium
Q Radium-228 : Q lodine-131 ; Q Isotopic Thorium 4
0O Radon-222 Q Strontium-89:-90 Q Isotopic Uranium
Q Other (Specify); : Nickel-63 Q Iron-55
1. /e WY 4 S . 2, /’0 ,
Date Name (Pﬁ;r)lj’ 7 . g j Date ’
2095 L cf | e AL
Time Custody Received  Organizafion s B re / Time Custody Released
2. : ¥
Date Name (Print) ) e vk Date
Time Custody Received  Organization . ' Time Custody Released
3. AT 1/]A
Date ' ' Name (Print) vl Date
Time Cust ceived  Organization - > Y Time Custody Released

Lab 803 (11/07)




State of California - Health and Human Services Agency

. - California Department of Public Health
¢) COPH

ssb mHea!th

850 Marina Bay Parkway, Richmond, CA 94804
Phone: (510) 620-2911 Fax: (510) 620-2940

Drinking Water and Radiation Laboratory Branch

FINAL Analysis Results Report for Task ID. 12-0198

Collector:  Tom Hook RHB Requestor: Roger Lupo RHB
P O Box 56 CDPH - RHB, 1500 Capitol Av., MS 7610
Avila Beach CA 93424 Sacramento CA 95814-5006
Phone Number: 805-545-4409 Phone Number: 916-440-7955
Site/Project Name: Diablo Canyon NPP / Milk / June 2012
System No: Billing Agency: RHB Samples Received by Lab: 6/14/2012
Parameter Method Result +/- CE MDA o5 Units
Lab No: 12-0198-01  Sample ID: R 92047 Time Collected: 6/12/2012 07:15 Sampling Point: Cal Poly Dairy

Sample Type: Milk

K-40 EPA 901.1 1290 +/- 28.3
1-131 EPA 901.1 1.10 +/- 0.793

Farms
28.5 pCi/L
2.23 pCi/L

(1) Precision criteria for these method were determined to be acceptable.

(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking

Water, EPA-600/4-80-032, August 1980.

(3) MDADS is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency, and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-
nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works

Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1

Task ID: 12-0198
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. 'State of E:a!iforﬁia ~ Health and Weifare Agency California Department of Public Health

Sanitation and Radiation Laboratories Branch
850 Marina Bay Parkway, G1

Richmond, CA 94804

510-620-2911 .

eria Nurﬁr

R 92047

R

Collector Information ' Reﬂortmg’ Informatlon ’

Name: ¥4 : IName: W

Dept./B ncf\w Y=/ ,é Dept./Branch: -
Address: ,dw (a BWA 4 9 ‘3424 Address: ' : ?’ k
Telephone No.: I~ S5 - 4406? JTelephone No.: : . o

Sample Information ’ Billing Agency % —

System Name / Facilty: 'DWFOB( ) QO RHB O RWQCB( ) Q Drsd!
Sampiinig Point (s): DWTPB Q FDB O DWR Q CDFG’
EMB Qﬂ‘fe er (Speci
System No.: ~ . (Specify)
TYPE OF SAMPLE (Check all applicable boxes)
O Drinking Water Q) Groundwater Surface Water J Wastewater
Raw O Water Treatment Ptant (WTP) ‘1] Distribution System Q Point of Use (POU)

o

Q
Q Treated (circle one): Chilorinated / Chioraminated / Chlorine D|oxnde / Ozonated / Peroxizone / Fluoridated / Coagulated 1 pH Adjusted
Q

i Anr Filters Date/Time “ ‘Eﬂ Seawater Q) Sludge (Semi-solid Samples)

P
i

. Finishing: —— X Milk Q Soil/Sediment
"« Starting: . R EJ Wipes , Q Biota (Type):
~ Net(M% - e ) Radon Canister =~ - -~ O Other:

-l Air Charcoal Cartridge

i ’;

COMMENTS: (Cautions, etc.): __ | e N
ield Treatment Preservatlves added oy (A 4 Other
‘Q Field Measurement: mR/hr @ Radlonucllde(s). if known:
Q Rush/Pnonty (should be prearranged and have supewlsory approi!al) A
ANALYSIS REQUESTED (For questions, please.call 510-620-2911) 4 ;
U Gross Alpha O Gross Beta; : Q Gamma Scan
U Total Uranium - , . O Total Beta (%:SC) = @ NORM (Gamma)
-a To}al Radium. : Q Tritium (3H);., O isotopic Americium / Curium
0 _Radium-226 N\ Q Carpon-14 - O Isotopic Plutonium
Q Radium-228 *. QO lodine-131~+ - O Isotopic Thorium
O Radon-222 4 Strontium-89, 90 d Isotopic Uranium
0 Other (Specify); ‘ — --{ Nickel-63 .. Ij O ron-55
\'l " RS - .
1. / 2 / /02
Date i Date
—_ayS o 620
Time Custody Received  Organization? . ! Time Custody Released
2. :
Date , Name (Print) o Date
Time Custody Received  Organization ' Signature , Time Custody Released
3. VK’//(I'/;) //‘ni'lo }/Ang
Date ) Name (Print) - Date -
Time Custody Received ' Organization S Signature (¥ U (J Time Custodv Released

~ Lab803 (11/07)
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State of California - Health and Human Services Agency

California Department of Public Health

Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804
Phone: (510) 620-2911 Fax: (510) 620-2940

FINAL Analysis Results Report for Task ID. 12-0103

Collector: Tom Hook RHB Requestor: Steve Hsu RHB
P O Box 56 1500 Capitol Avenue, MS 7610
Avila Beach CA 93424 Sacramento CA 95814-5006
Phone Number: 805-545-4409 Phone Number: 916-440-7940
Site/Project Name: DCNPP / Milk / May 2012
System No: Billing Agency: RHB Samples Received by Lab: 5/8/2012
Parameter Method Result +/- CE MDA 95 Units
Lab No: 12-0103-01  Sample ID: R 92018 Time Collected: 5/7/2012  07:52 Sampling Point: Cal Poly Dairy
Sample Type: Milk Farms
I-131 EPA 901.1 0.127 +/- 0.519 1.44 pCi/L
K-40 EPA 901.1 1290 +/- 28.2 28.4 pCi/L

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking
Water, EPA-600/4-80-032, August 1980.
(3) MDAB9S5 is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency, and the yicld, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-

nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID: 12-0103



California Department of Public Health

StateOfCaﬁfomia—Healm;ndWaIfa'eAgemy : B

Sanitation and Radiation Laborgtpnes Branch

850 Marina Bay Parkway,_G164 g"

?;%_hgz‘g‘ggﬂ\ 94804 - ) f 7, ime Sampled5 Serial Number
¥ LA S |57z o752l R 92018

Collector ligonnation #% e ';‘Reporﬁr\g Information (

Name: - A0 R IName: ] .

Dept./Branch: 0. 5 605‘4& ! . iJDept./Branch:

Address: Aviid 664 4l A ?%‘/Z,y |Address:

. Telephone No.:

Telephone No.: |- S’OSf) K -SlpF

Sample Information Billing Agency L

System Name / Facility: 64&/00/ ﬁ/ﬁﬂ‘/ DWFOB( ) O RHB QO RWQCB( ) Q DTSC:

Sampling Point (s): 5 F 7 DWTPB Q FDB QO DWR Q CDFG!
EMB O Other (Specify)

System No.:

TYPE OF SAMPLE (Check all applicable boxes)

O Drinking Water Q@ Groundwater Surface Water El Wastewater
Q Raw Q Water Treatment Plant (WT P) Distribution System Q Point of Use (POU)

~ QO Treated (circle one): Chlonnated/ Chioraminated / Chiorine Dlox’EeI Ozonated / Peroxizone / Fluoridated / Coagulated / pH Adjusted

“

i m A g

Q' Sludge (Semi-solid Samples)
Q Soit/Sediment

. Q AirFilters Date/Time @ Seawater % )
o Finishing: i i KMﬂk o e

\m _ Starting: 4 Wlpes Q Biota (Type):
4 Net (M%) 1 Radon Canister Q Other:
@ Air Charcoal Cartridge ~
\ 7 ; PR
. COMMENTS: (Cautions, etc.): . e ’1/ 1l j Lo 2.0
.. X Field Treatment: Preservatives added: __z ./ Jeed/Frozen ‘ Other:; s .
£1 Field Measurement: : mRIhr & Rad|onucI|de(s) if known:
Q Rush/Priority (should be prearranged and have supervusory apprf‘f’a!) i fia
ANALYSIS REQUESTED (For questlons please call 510%20—291’ 1)‘; '
O Gross Alpha Q GrossBetaf QO Gamma Scan k
Q Total Uranium Q Total Betﬂt’SC) Q NORM (Gamma)
Q Total Radium Q Tritium (3Hﬁ‘ Q isotopic Americium / Curium
O Radium-226 a Carbon-14 Q Isotopic Plutonium
0O Radium-228 , Q Iodme—131 1= ‘0 Isotopic Thorium
QO Radon-222 ’ a Strontlum-@ 90 @ Isotopic Uranium
Q Other (Specify)' L Q Iron-55 Y

O Nickel-63

CHAIN Dchzg
Date

é7.5- 2— Lege {7 0

Time Custody Received Organntatlon » : Tlme Custody Released
2.

Date Name (Print) 75! Date

Time Custody Received- = Organization - : : Signature i - Time Custody Released
3. : =S Peohen : , X\ "

Date Name (Print) i , _ Date

Lo . Ddrhe.p , ELo
Time Custody Received = Organization - it /Signature "~ Time Custody Released

Lab 803 (11/07)
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State of California - Health and Human Services Agency

California Department of Public Health

Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804
Phone: (510) 620-2911 Fax: (510) 620-2940

FINAL Analysis Results Report for Task ID. 12-0101

Collector: Chris Christensen RHB Requestor: Steve Hsu RHB
1500 Capitol Avenue, MS 7610
CA Sacramento CA 95814-5006
Phone Number: 707-299-8761 Phone Number: 916-440-7940
Site/Project Name: Milk / 2nd Qtr 2012
System No: Billing Agency: RHB Samples Received by Lab: 5/8/2012
Parameter Method Result +/- CE MDA o5 Units
Lab No: 12-0101-01  Sample ID: R 92016 Time Collected: 5/7/2012  07:10 Sampling Point: Humboldt
Sample Type: Milk Creamery
1-131 EPA 901.1 0.701 +/- 0.836 2.48 pCi/L.
K-40 EPA 901.1 1290 +/- 31.5 : 40.6 pCi/LL

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking
Water, EPA-600/4-80-032, August 1980.
' (3) MDAZY5 is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency, and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-

nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water ‘Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID: 12-0101



L %

State of Califomia ~ Health and Welfare Agency : o {_ ’ - California Department of Public Health

Sanitatlon and Radiation Laboratories Branch
850 Marina Bay Parkway, G164

Richmond, CA 94804

510-620-2911-. ‘

Collector Information

Name: Ch, g sTense~
Dept./Branch: dadae

Address: 3 3/ ,v ,,.(, b'—
NF‘ R AQ' s
Telephone S50

Sample information 1Billing Agency ~
System Name / Facility: /... .40 /27 c reamm e 00 DWFOB( ) QO RHB Q RwWQCB( ) Q DTSC
Sampling Point (s): ST7) thgtway 1 Ca IO pwTPB Q fDB 0O DWR Q CDFG
System No.: Fostama Aycoyn - EMB Q Other (Specify)
TYPE OF SAMPLE (Check all applicable boxes)
O Drinking Water QJ Groundwater ) Surface Water O Wastewater
O Raw ~@Q Water Treatment Plant (WT P) Distribution System O Point of Use (POU)
Q Treated (circle one): Chlorinated / Chloraminated / Chiorine Duowe / Ozonated / Peroxizone / Fluoridated / Coagulated / pH Adjusted
~ - Air Filters ~ Date/Time S@ - Seawater 0O Sludge (Semi-solid Samples)
Finishing: Bk Q Soil/Sediment
Starting: @ Wipes O Biota (Type):
Net (M°) ‘ ‘ ~B Radon Canister Q Other: _

Q Air Charcoal Cartridge

‘ GQMMENTS (Cautlons etc.):

"Q Field Treatment.  Preservatives added: »
Q Field Measurement: mRmr ,
O Rush/Priority (should be prearranged and have supervisory appfdval)

ANALYSIS REQUESTED (For questions, please call 51 0-620-201 1)§ ‘

oy

gOther: '

G

O Gross Alpha 1 O Gamma Scan
O Total Uranium Q Total Beta.@. C) 0 NORM (Gamma)
Q Total Radium QO Tritium (3H_'.;j QO Isotopic Americium / Curium
O Radium-226 Q Carbon-14 ¢~ Q Isotopic Plutonium
O Radium-228 Q lodine-131 § - Q Isotopic Thorium
0 Radon-222 Q Strontium-89, 90 0 Isotopic Uramun)r
Q Other (Specify); Q Nickel63 Q iron-55
‘CHAIN OF CUST’fJeDY T T '
1. & D2 Keas A“,» : ; '7-/1
Date Name (Print) / / ‘Date
Time Custody Received rganization SIgnature Time Custody Released
2. s+72-01 Chrt hpydenimue o L ge7- 43
Date Name (Print) ” S e Date
N72/L5 : < ' 272 w
~ Time Custody -Received = Organization " Time Custody Released
3. ;F@HO < Py DE Loy .
Date Name (Print) i L Date
T Prep o IR~ . - N DA
Time Custody Received ~ Organization : = Bignature . : Time Custody Released

Lab 803 (11/07)




State of California - Health and Human Services Agency

California Department of Public Health

\N®

o) CDIPH L .
) (oD Drinking Water and Radiation Laboratory Branch
LHRE
850 Marina Bay Parkway, Richmond, CA 94804
Phone: (5§10) 620-2911 Fax: (510) 620-2940
FINAL Analysis Results Report for Task ID. 12-0102

Collector:  Gary Schultz Cal. DHS Requestor: Steve Hsu RHB

415 Knollcrest Drive, Suite 110 1500 Capitol Avenue, MS 7610

Redding Ca 96002 Sacramento CA 95814-5006

Phone Number: 530-224-4868 Phone Number: 916-440-7940
Site/Project Name: Milk / 2nd Qtr 2012
System No: Billing Agency: RHB Samples Received by Lab: 5/8/2012
Parameter Method Result +/- CE MDA 95 Units
Lab No: 12-0102-01  Sample ID: R 92017 Time Collected: 5/4/2012 14:30 Sampling Point: Rumiano Cheese

Sample Type: Milk

[-131 EPA 901.1 -2.09 +/- 1.26 3.34 pCi/L
K-40 ) EPA 901.1 1410 +/- 34.5 523 pCi/L

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking
Water, EPA-600/4-80-032, August 1980.
(3) MDAGYS is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency, and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-

nuclide. LLD95 is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID: 12-0102
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California Department of Public Health

State of Califomia ~ Health and Welfare Agency

Sanitation and Radiation Laboratories Branch
850 Marina Bay Parkway, G164

i |Richmond, CA 94804

510-620-2911

R 92017

T

Collector Information .

Name: Smay Sm TS

Dept./Branch: o .

Address: 5/t 9

C‘j;fscﬁl\ll e U c;;"c ?ﬁJI
Telephone No.: A" L/, ¢-,53¢

Sample Information

System Name / Facility: )2 uMiAnO Chesse Co
Sampling Point (s) Ak Ve wp boal #H |

QRHB Q RWQCB( ) O DTSC
Q FDB  Q DWR Q CDFG
0 Other (Specify)

System No.:
TYPE OF SAMPLE (Check all applicable boxes) , Y.
QJ Drinking Water ~ U Groundwater &l Surface Water O Wastewater
Raw Q Water Treatment Plant (WTP) U Distribution System & Point of Use (POU)

Treated (circle one): Chlorinated / Chloraminated / Chlorine DIO)QG / Ozonated / Peroxizone / Fluoridated / Coagulated / pH Adjusted

O Air Filters Date/Time g Seawater (J Sludge (Semi-solid Samples)

Finishing: W Mik O Soil/Sediment

Starting: o ;,'Wipes Q' Biota (Type):

Net (M%) - R Radon Canister Q Other:
Q Air Charcoal Cartridge £ 5
COMMENTS (Cautlons etc). _® IRy §5 S S I R ¥
“@ Field Treatment:  Preservatives added: __ AN ‘“‘f’ﬁed?ﬁrozen= ' Other: ‘ i
- Q Field Measurement: _ — mR/hr 'a’ﬂi Radronuchde(s) if known:

-1 _Rush/Priority (should be prearranged and have supervisory app’r'
- ANALYSIS REQUESTED (For questions, please call 510-620-291 1)E

Q Gamma Scan

. Q-Gross Alpha Q Gross Beta;

Q Total Uranium Q Total Beta (%SC) : Q NORM (Gamma)

O Total Radium _ ] '[ritium‘(3H)§;. . ’ O 1sotopic Americium / Curium
O Radium-226 Q Carbon-14 * Q Isotopic Plutonium

Q Radium-228 Q lodine-131 Q Isotopic Thorium

Q Radon-222 Q Strontiungé, 90 Q Isotopic Uranium

O Other (Specify); _, O Nickel-63 Q iron-55

TR Caed Smite . o, C | 207

Date L (Print) . Date X
?ﬁ%rg%égolem W :;éfgnature Time Custody Released
2  Date Name (Print) = ' Date -
N Time Custody Reoei\red Organization < e,,(,ﬂn,_p,, . Signature ‘ Co | Time Custody Released
Date /}i . 177)1 ;.. Name (Pnnr) | B, & ) o @P o - Date
Time Custody Received  Organization R Bignature o Time Custody Released

£



State of California - Health and Human Services Agency

California Department of Public Health

Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804
Phone: (510) 620-2911 Fax: (510) 620-2940

FINAL Analysis Results Report for Task ID. 12-0010

Investigator: Tom Hook RHB Requestor: Steve Hsu RHB
P O Box 56 1500 Capitol Avenue, MS 7610
Avila Beach CA 93424 Sacramento CA 95814-5006
Phone Number: 805-545-4409 Phone Number: 916-440-7940
Site/Project Name: Diablo Canyon NPP / Milk / April 2012
System No: Billing Agency: RHB Samples Received by Lab: 4/4/2012
Parameter Method Result +/- CE MDA 95 Units
Lab No: 12-0010-01  Sample ID: R 91959 Time Collected: 4/3/2012 08:10 Sampling Point: Cal Poly Dairy
Sample Type: Milk Farms
I-131 EPA 901.1 0.347 +/-0.515 1.44 pCi/'L
K-40 EPA 901.1 1260 +/-27.5 26.7 pCi/L

(1) Precision criteria for these method were determined to be acceptable.
(2) CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking
Water, EPA-600/4-80-032, August 1980.
(3) MDASYS is the sample specific minimum detectable activity at the 95% confidence level which is the LLD95 devided by 2.22,
the efficiency, and the yield, and may include factors for abundance, decay, and ingrowth, dependent on the particilar radio-

nuclide. LLD9S is defined in section 7010G, Standard Methods for the Examination of Water and Wastewater, American Water Works
Association, 21st Ed., 2005, where Sb is the aquare root of the instrument background count rate.

Page 1 of 1 Task ID: 12-0010
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"State of Califomia ~ Health and Weltare Agem;y

¥
¥ -Califomia Department of Public Health

" REQUEST FOR SAMPLEANALYSIS (Radiochemical

Sanitation and Radiation Laboratories Branch
850 Marina Bay Parkway, G164

Richmond, CA 94804

510-620-2911

Collector information
Name:

'| Dept./Branch: 'Z;;r

Address: /4 Y,

cace,cA F342/

Telephone No.. {PpsT sY/S - 409

Sample information F - .

System Name / Faciity: (4L /L) DA/ 0 DWFOB( ) Q RHB QO RWQCB( ) QO DTSC

Sampling Point (s): o DWTPB Q FDB Q DWR Q CDFG. ¥
5F2. EMB Q Other (Specify) ‘

System No.: : ‘ -

TYPE OF SAMPLE (Check all applicable boxes) w o

Q Drinking Water - . Q Groundwater - Surface Water O Wastewater

O Raw «. . Water Treatment Plant (WT P) [Q Distribution System Q Point of Use (POU)

a Treated (circle one): Chlorinated / Chloraminated / Chlonng Dlox}ge/ Ozonated / Peroxizone / Fluqridated / Coagulated / pH Adjusted

O Air Filters Date/Time a SIudg’E(Serhi—solid Samples)
Finishing: : Q SoilSediment
Starting: Q Biota (Type):
Net (M?) O Other:

Air Charcoal Carfridge

 COMMENTS: (Cautions, etc.): o .,
S Field Treatment: Preservatives added e v ,
Q Field Measurement: ] - ! 'Radiond&ﬁé(’é), if known:
QO Rush/Priority (should be prearranged and have suberviét:iry appro¥al) ’

ANALYSIS REQUESTED (For guestlons please call 510—620—2911_) ‘*'_, .

L Gross Alp O Gross Befa > ‘¥ Gamma Scan > .
Q Total Uranium - Q Total ﬁet&&SC) Q NORM (Gamma)
QO Total Radium : Q Tritium (3H)# v Q Isotopic Americium / Curium
O Radium-226 ‘ Q Carbon"14; Q Isotopic Plutonium
O Radium-228 A : Q loding-131 " o Q Isotopic Thorium
QO Radon-222 , : Q Strorftium-89,90 - < Q Isotepic Uraniuf - .
Q Other (Specify); » Q) Nickels63/ : 3O tron-55
‘CHAIN OF CUSFODY - T, T T T y
Ay I A 2 9% e WY EY/E
Date Name (Pyin Date
0810 B2 ( 17000
Time Custody Received = Organization T Time Custody Released
2. : : .
Date Name (Print) e Date
Time Custody Received ~ Organization ' _Signature ) : Time Custody Released
3. Al e U - -
Date b Name (Print) T ' = Date
12710 " bRl B ) il s O R
Time Cusfody Réceived ~ Organization =~ =~ » -~ Signature Time Custody Released

Lab 803 (11/07)



State of California - Health and Human Services Agency
California Department of Public Health

Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804

RON CHAPMAN, MD, MPH Phone: (510) 620-2911 Fax: (510) 620-2940 EDMUND G. BROWN JR.
Director Governor

FINAL Analysis Results Report for Task ID. N12-0167

Analyst: Angela Tan Analysis Approved By: Shiyamalie Ruberu Analysis Approval Date: 03/13/2012

Requestor

Name: Steve Hsu Organization: Radiologic Health Branch

Address: MS 7610, 1500 Capitol Avenue

City: Sacramento State: CA Zip Code: 95814-5006 Phone: 916-440-7940

Site and Sample Information

Collector's Name: Orlando Sabi Dateﬂihe Collected: 03/05/2012 07:00 Date/Time Received: 03/06/2012 13:40

Site Name: Diablo Canyon NPP Source Name: DCNPP / Milk/ March 2012

R Number: R 91942 Sample Type: Milk
Sample ID Sampling Point Method Parameter Result + CE MDAgs Units
N12-0167-001 Cal Poly Dairy Farms  HASL Ga-01-R  [-131 -0.766 + 0.542 1.46 pCi/L
N12-0167-001 Cal Poly Dairy Farms  HASL Ga-01-R  K-40 1240 + 274 29.0 pCi/lL

1. Precision criteria for these methods were determined 1o be acceptable.

2. CE s the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking Water, EPA-600/4-80-032, August 1980

3. MDAGSS5 is the sample specific minimum detectable activity at the 95% confidence level, which is the LLD95 divided by 2.22, the efficiency and the yield, and may include factors
for abundance, decay and ingrowth, depending on the particular radionuclide. LLD95 is defined in section 7020C, Standard Methods for the Examination of Water and
Wastewater, American Water Works Association, 21st Ed., 2005, where Sb is the square root of the instrument background count rate.
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State of California ~ Health and Welfare Agency California Department of Public Health

REQUEST FOR SAMPLE i -NALYSIS adioch

Samultlon and Radiation Laboratories Branch
850 Marina Bay Parkway, G164

Richmond, CA 94804

510-620-2911

Serial Number

R 91942

Date & Time Sampled

3/5/ 2 Oro0

Collector Information |Reporting Information

Name: s gD S PR/ Name: .

Dept./Branch: 2 2, g o & 73y,{1/ 233‘ Branchi~.

Address: ;4 !'4?// ress:

Telephone No.: Y&~ S¢S -~ 4474 TB"elllepho:e No.:

Sample Information illing Agency .

System Name / Facility: AL PO‘)/ @ DWFOB( ) QRHB QRWQCB( ) Q DTSC

Sampling Point (s): Y 3, I DWTPB Q FDB 0 DWR Q CDFG
O Other (Specify)

£ EMB
System No.:

TYPE OF SAMPLE (Check all applicable boxes)

Q Drinking Water O Groundwater €l Surface Water O Wastewater -
U Raw Q Water Treatment Plant (WTP) O Distribution System O Point of Use d’t)U)

Q Treated (circle one): Chlorinated / Chlorammated / Chiorine Dloxnde/Ozonated / Peroxizone / Fluoridated / Coagulated / pH Adjusted )

i
#

Q Air Filters , Date/Time @ Seawater 0O Sludge (Semi-solid Samples)

Finishing: b Rhilk Q Soil/Sediment
Starting: : ipes - O Biota (Type):

Net (M%) Radon Canister Q Other:

{3 Air Charcoal Cartridge ' xt

COMMENTS: (Cautions, etc.): " ’ e — -

Q Field Treatment: ~ Preservatives added: ' * Other: ‘

O Field Measurement: mR/Mhr -, E{I*adlonuchde(s), |fknown

EI Rush/Priority (should be prearranged and have supervisory appm@)

'ANALYSIS REQUESTED (For questions, please call 510-620-291 1)

O Gross Alpha 0 Gross Beta t (& Gamma Scan

O ‘Total Uranium O} Total Beta (g\SC) Q NORM (Gamma)

O Total Radium Q Tritium H) O Isotopic Americium / Curium

) Radium-226 O Carbon-14 Q Isotopic Plutonium

Q Radium-228 Q lodine-131 Q Isotopic Thorium

O Radon-222 a Strontnum—89 90 Q Isotopic Uranium

Q Other (Specify); O Nickel-63 Q Iron-55

Y-
1.

ame (Print)

5 Time Custody Received . Organization Time Custody Released
" Date Name (Print) Date e
Time Custod Re&uved Organization ‘ Signature Time Custody Released
3. Qo
Date -~ Name (Print) g Date
¥ DwReL? U T > |
Time Custody Received  Organization Signature - Time Custody Released

Lab 803 (11/07)
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P State of California - Health and Human Services Agency ; f : ',;
| g California Department of Public Health - L
4 9

0)(BI)H Drinking Water and Radiation Laboratory Branch ‘1“ o

850 Marina Bay Parkway, Richmond, CA 94804 Taromw”

RON CHAPMAN, MD, MPH Phone: (510) 620-2911 Fax: (510) 620-2940 EDMUND G. BROWN JR.
Con ior

Director

FINAL Analysis Results Report for Task ID. N12-0098

Analyst: Angela Tan Analysis Approved By: Shiyamalie Ruberu Analysis Approval Date: 02/10/2012

Requestor
Name: Steve Hsu Organization: Radiologic Health Branch

Address: MS 7610, 1500 Capitol Avenue
City: Sacramento State: CA ' Zip Code: 95814-5006 Phone: 916-440-7940

Site and Sample Information

Collector's Name: Chris Christensen 'DateITime Collected: 02/07/2012 07:00 Date/Time Received: 02/08/2012 10:30
Site Name: Humboldt Creamery / Milk Source Name: Milk / 1st Qtr 2012
R Number: R 92791 Sample Type: Milk

Sample ID Sampling Point Method Parameter Result + CE MDAGgs Units
N12-0098-001 Humboldt Creamery =~ HASL Ga-01-R  |-131 0.172 + 0.917 2.82 L

N12-0098-001 Humboldt Creamery =~ HASL Ga-01-R  K-40 1310 £ 348 55.7 pCi/L

N =

. Precision criteria for these methods were determined to be acceptable.
. CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking Water, EPA-600/4-80-032, August 1980

. MDAGgS is the sample specific minimum detectable activity at the 95% confidence level, which is the LLD95 divided by 2.22, the efficiency and the yield, and may include factors

for abundance, decay and ingrowth, depending on the particular radionuclide. LLD95 is defined in section 7020C, Standard Methods for the Examination of Water and
Wastewater, American Water Works Association, 21st Ed., 2005, where Sb is the square root of the instrument background count rate.
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‘ Sanitation and Radiation Laboratories Branch

State of California ~ Health and Welfare Agency California Department of Public Health

REQUEST FOR SAMPL ANALYSIS Radlochemlcal

850 Marina Bay Parkway, G164
Richmond, CA 94804

ate & Time amp ¥ Seral Number '

510-620-2911 2 :
42772 o 700 R 9279 A

Collector Information _4Reporting Information -

Name: hv: Chrstensen “AName: /hk 4 Daty /po! 5 M gra% 5

Dept/Branch: c prp /p fic 4 Aa,v
Address: . 3¢ 4”‘";? b~ 7
wwa €A 9554T

dDept/Branch! 120 Ly cdect
‘ Tecramento CA qogiy

Telephone N% P~ > aG < X_Zé Irelephone No __j

Sample Information . IBilling Agency

System Name / Facility: Hymbo /4t Creen < F DbowroB() QRHB QO RWwWQCB( ) QO DTSC
Sampling Point (s): ] DWTPB Q FDB 1 DWR Q CDFG

- "
System No. ForPuna G550 » EMB Q Other (Specify)
TYPE OF SAMPLE (Check all applicable boxes) 3
Q Drinking Water Q Groundwater € Surface Water O Wastewater
O Raw O Wwater Treatment Plant (WTP) & Distribution System U Point of Use (POU)
{1 Treated (circle one): Chiorinated / Chloraminated / Chiorine Dioxi’ge / Ozonated / Peroxizone / Fluoridated / Coagulated / pH Adjusted
O Air Filters Date/Time @ Seawater Q Sludge (Semi-solid Samples)
Finishing: Xzﬂk O Soil/Sediment
Starting: Y B Q Biota (Type):
Net (M*) % Radon Canister Q Other:
Q Air Charcoal Cartridge SE
'-COMMENTS (Cautaons etc.): ; i
Q Field Treatment: Preservatlves added: i ’ Other:
Q Field Measurement: mR/hr d Radlonucllde(s) if known:

Q Rush/Priority (should be prearranged and have supervisory apprq,v!a,l)
ANALYSIS REQUESTED (For questions, please call -510452’(»29’1’1)&%3

QO Gross Alpha J Gross Beta‘? {J Gamma Scan
Q) Total Uranium Q Total Beta (£SC) 0 NORM (Gamma)
O Total Radium O Tritium (3H)T§ Q Isotopic Americium / Curium
QO Radium-226 , QO Carbon-14 © Q Isotopic Plutonium
O Radium-228 O lodine-131 . Q) Isotopic Thorium
O Radon-222 Q Strontium-89, 90 Q Isotopic Uranium
Q Other (Specify); Q Nickel-63 - Q on-55
CHAIN OF CUSTODY T T R
1. _2-7 4o o Laald 2-P-23
Date (Pnnt) / w Date
_g%a_a_____ e Q2es
Time Custody Received rgamzatlon Slgnature Time Custody Released
2. 2-~/3 2=~/
Date Name (Pnn Date
o705 % AT D
Time Custody Received rgamzatlon |gnature Time Custody Released
3. =D~ '
Date 02 Name (Print) e ) Date
030 m,\u_&__m
Organization Signatu " Time Custody Released

Time Custody Received °

Lab 803 (11/07)




t . o8 '\ <‘>'r %,

oo State of California - Health and Human Services Agency j
" California Department of Public Health M
A ) - - . u v Yiate g ‘3;*" ;
0)(51 H Drinking Water and Radiation Laboratory Branch ‘;{-_;wi :
850 Marina Bay Parkway, Richmond, CA 94804 Terrorw
RON CHAPMAN, MD, MPH Phone: (510) 620-2911 Fax: (510) 620-2940 EDMUND G. BROWN JR.
Director Governor
FINAL Analysis Results Report for Task ID. N12-0091
Analyst: Angela Tan Analysis Approved By: Shiyamalie Ruberu Analysis Approval Date: 02/10/2012
Requestor
Name: Steve Hsu Organization: Radiologic Health Branch
Address: MS 7610, 1500 Capitol Avenue
City: Sacramento State: CA Zip Code: 95814-5006 Phone: 91¢-140-7940
Site and Sample Information ‘
Collector's Name: Gary Smits Date/Time Collected: 02/02/2012 15:00 Date/Time Received: 02/05/2012 14:00
Site Name: Rumiano Cheese / Milk Source Name: Milk / 1st Qtr 2012
R Number: R 92792 Sample Type: Milk
Sample ID Sampling Point  Method Parameter Result + CE MDAss Units
N12-0091-001 Rumiano Cheese HASL Ga-01-R  [-131 139 + 1.28 4.02 pCi/L.
N12-0091-001 Rumiano Cheese HASL Ga-01-R  K-40 1340 + 356 58.5 ‘pCi/L

1. Precision criteria for these methods were determined to be acceptable.

2. CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking Water, EPA-600/4-80-032, August 1980

3. MDAGS5 is the sample specific minimum detectable activity at the 95% confidence level, which is the LLD95 divided by 2.22, the efficiency and the yield, and may include factors
for abundance, decay and ingrowth, depending on the particular radionuclide. LLD95 is defined in section 7020C, Standard Methods for the Examination of Water and
Wastewater, American Water Works Association, 21st Ed., 2005, where Sb is the square root of the instrument background count rate.

Page 1 of 1



» S

State of California ~ Health and Welfare Agency ~

nes

: REQUEST FOR SAMPLE ANALYSIS
Sanitation and Radiation Laboratories Branch

~ 1850 Marina Bay Parkway; G164

Richmond, CA 94804

g
; California Department of Publfc Health

erial Number

"TYPE OF SAMPLE (Check all applicable boxes)

Q Drinking Water Q Groundwater
d Raw

.. ...k} Treated (circle one): Chlorinated / Chloraminated / Chlorine Dioxf#e/Ozonatelee

Surface Water

510-620-2911 & , ~. Rt 3
S N Y 7. R 82792

Collector Information [Reporting Information ~ ‘' o -

Name: (S aRY SMi ae ‘ Name:

Dept./Branch: Ry M awvo @ herst Co [Dept./Branch: "

Address: CreEsteneT ¢ Tj oA 92553( éddressa'

Telephone No.: {Telephone No.:

Sample Information ; illing Agency ,

System Name / Facility: £ o 41 /ant0 ChesSE C 8 © DWFOB( ) QO RHB O RWQCB( ) Q DTSC

Sampling Point (s): «// g 27 DWTPB' Q FOB QO DWR Q CDFG

Ars5CEmT ;74 C-A 553 | EMB Q Other (Specify)
SystemNo..  Fap s F/9 Teuksd Loaoy | B 7

Q Water Treatment Plant (WTP) &} Distribution System

Q Wastewater
U Point of Use (POU)

roxizone / Fluoridated / Coagulated / pH Adjusted

C;I Seawater

Q Air Filters. Date/Time : O Sludge (Semi-solid Samples)
Finishing: o Milk Q Soil/Sediment
Starting: 0 & Wipes Q) Biota (Type): 1
Net (M%) T £ Radon Canister Q Other: _
Q Air Charcoal Cartridge ' e
.. COMMENTS: (Cautions, efc.): I N o
P % i P—— - = . i '}‘Y‘ 3
=) Field Treatment:  Preservatives added: : f’ deed/Frozen ~ ' Other:
_Q Field Measurement: ‘ mRAr Radionuclide(s), if known:
Q Rush/Priority (should be prearranged and have supervisory approéal)
ANALYSIS REQUESTED (For questions, please call 510-620-2011) ]
a Groés Alpha O Gross Beta} QO Gamma Scan
O Total Uranium Q Total Beta (£SC) O NORM (Gamma)
U Total Radium. Q Tritium (3H);_f; O Isotopic Americium / Curium
O Radium-226 Q Carbon-14 ; O Isotopic Plutonium
Q Radium-228 QO lodine-131 Q isotopic Thorium
O Radon-222 Q Strontium-89, 90 Q Isotopic Uranium
Q Other (Specify); Q Nickel-63 - Q Iron-55 .-
~ CHAINOF CUSTODY T - i s
. _Q-2-72  _(SARY Su,T( - _3.
Date Name (Print) Date
' Time Custody geceived Oéamzatign Gi é Time éustogéy ﬁeleased
2. ,
' Date Name (Print) Date
Time Custody Received Organization A -~ Sighature Time Custody Released
3. ‘ W
Date Nameé (Print) v Date
1490 ¢ DWRLEA e .
4 - : Time Custody Released

Time Custody Received . Organization

Lab 803 (11/07)




State of California - Health and Human Services Agency
California Department of Public Health

Drinking Water and Radiation Laboratory Branch

850 Marina Bay Parkway, Richmond, CA 94804

RON CHAPMAN, MD, MPH Phone: (510) 620-2911 Fax: (510) 620-2940 EDMUND G. BROWN JR.
Director Governor

FINAL Analysis Results Report for Task ID. N12-0094

Analyst: Angela Tan Analysis Approved By: Shiyamalie Ruberu Analysis Approval Date: 02/23/2012

Requestor

Name: Steve Hsu Organization: Radiologic Health Branch

Address: MS 7610, 1500 Capitol Avenue

City: Sacramento State: CA Zip Code: 95814-5006 Phone: 916-440-7940

Site and Sample Information

Collector's Name: Tom Hook Date/Time Collected: 02/06/2012 07:15 Date/Time Received: 02/07/2012 11:00

Site Name: Diablo Canyon NPP Source Name: DCNPP / February 2012

R Number: R 92790 Sample Type: Milk
Sample ID Sampling Point Method Parameter Result + CE MDAGg5 Units
N12-0094-001 Cal Poly Dairy Farms  HASL Ga-01-R  1-131 -0.0727 + 0.533 1.47 pCi/L
N12-0094-001 Cal Poly Dairy Farms  HASL Ga-01-R  K-40 1250 + 26.8 28.1 pCi/L

1. Precision criteria for these methods were determined to be acceptable.

2. CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking Water, EPA-600/4-80-032, August 1980

3. MDA95 is the sample specific minimum detectabie activity at the 95% confidence level, which is the LLD95 divided by 2.22, the efficiency and the yield, and may include factors
for abundance, decay and ingrowth, depending on the particular radionuclide. LLD95 is defined in section 7020C, Standard Methods for the Examination of Water and
Wastewater, American Water Works Association, 21st Ed., 2005, where Sb is the square root of the instrument background count rate.
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vy

State of Califomia — Health and Welfare Agency

REQUEST FOR SAMPLEi . NALYSIS Radlochemloal

Sanitation and Radiation Laboratories Branch
850 Marina Bay Parkway, G164

Richmond, CA 94804

510-620-2911

California Department of Public Health

Seria Num

R 92790

Collector inforpmation

Name:

Dept./B nch %

AddressAd, (2 Baa 4 C’l 4342_4_
Telephone No.: €15~ 5‘4.5‘- 4407

Sample Information CAL QL\/ DA / /2‘/

System Name / Facility:
System No.: 5F2-—

Q@ RHB QO RWQCB( )
QO FDB ~.Q DWR
- @ Other (Specify)

Q DTSC
O CDFG

Sampling Point {s):
TYPE OF SAMPLE (Check all applicable boxes) sn

El Surface Water

Q Drinking‘Water O Groundwater O Wastewater
O Raw QO Water Treatment Piant (WTP) 9 Distribution System Q Point of Use (POU)
QO Treated (circle one): ChlonnatedIChIorammated/ChIonne DloxldeIOZonatedIPeroxnzone/Fluondated/Coagu|atedlpH Adjusted
{1 Air Filters ﬁ,;" Date/Time @ Seawater &Sludge (Semi-solid Samples)
Finishing:  — W Milk Q Soil/Sediment
T, Stagting:- ' 3 Wipes QO Biota (Type):
R o
~ Net MY W Radon Canister Q Other:
Q Air Charcoal Cartridge -
COMMENTS: ((iautlons etc.): e RN
Field Treatment: Preservatlves added: le-rozen Other: ' -

2

mRMmr!
a Rush/Pnonty (should be prearranged and have superwsory approgél)

Field Measurement:

E?Q ‘Radionuclide(s), if known:

ANALYSIS REQUESTED (For questions, please tall 510-620-291 1)

+

O Gross Alpha U Gross Beta i
{ Total Uranium Q Total Beta (%SC)
O Total Radium Q Tritium CH) ; b
O Radium-226 Q Carbon-14 3
Q Radium-228 Q lodine-131 ’P*
U Radon-222 Q Strontnum-sg 90
Q Other (Specify); Q Nickel-63

oouoogogo

Gamma Scan

NORM (Gamma)

Isotopic Americium / Curium
Isotopic Plutonium

Isotopic Thorium

Isotopic Uranium

Iron-55

H ’ Dat
Tim?%itody Received Organization = i e Time éuitody Released
2. .
Date Name (Print) ik Date
* Time Custody Received  Organization : ~ Signature ] . Time Custody Released
3. . - JA - "
ate Name (Print) e - Date
> oo bulil Vel bh
Time Custody Received ~ Organization * - N\ “Signatire ‘ Time Custody Released

" Lab 803 (11/07)




State of California - Health and Human Services Agency
California Department of Public Health

Drinking Water and Radiation Laboratory Branch
850 Marina Bay Parkway, Richmond, CA 94804

RON CHAPMAN, MD, MPH Phone: (610) 620-2911 Fax: (610) 620-2940 EDMUND G. BROWN JR.

Director Governor

FINAL Analysis Results Report for Task ID. N12-0025

Analyst: Angela Tan Analysis Approved By: Shiyamalie Ruberu Analysis Approval Date: 01/19/2012
Reguestor

Name: Tom Hook Organization: Radiologic Health Branch

Address: P.O. Box 56

City: Avila Beach State: CA Zip Code: Phone: 805-545-4409

Site and Sample Information

Collector's Name: Tom Hook Date/Time Collected: 01/09/2012 07:15 Date/Time Received: 01/10/2012 12:02

Site Name: Diablo Canyon NPP Source Name: DCNPP / January 2012

R Number: R92716 Sample Type: Milk
Sample ID Sampling Point Method Parameter Result + CE MDAss Units
N12-0025-001 Cal Poly Dairy Farms  HASL Ga-01-R  Cs-134 0.436 % 0.337 1.35 pCi/L
N12-0025-001 Cal Poly Dairy Farms  HASL Ga-01-R  Cs-137 0.423 % 0.537 1.39 pCi/L
N12-0025-001 Cal Poly Dairy Farms  HASL Ga-01-R l-131‘ : 0.527 = 0.537 1.51 pCi/L
N12-0025-001 Cal Poly Dairy Farms  HASL Ga-01-R  K-40 1260 + 26.9 281 pCi/l.

1. Precision criteria for these methods were determined to be acceptable.

2. CE is the counting error at the 95% confidence level as defined in Prescribed Procedures for Measurement of Radioactivity in Drinking Water, EPA-600/4-80-032, August 1980

. MDAG9S is the sample specific minimum detectable activity at the 95% confidence level, which is the LLD95 divided by 2.22, the efficiency and the yield, and may include factors

for abundance, decay and ingrowth, depending on the particular radionuclide. LLD95 is defined in section 7020C, Standard Methods for the Examination of Water and
Wastewater, American Water Works Association, 21st Ed., 2005, where Sb is the square root of the instrument background count rate.
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State of California ~ Health and Welfare Agency

<

. ' ’ P
& E California Department of Public Health

REQUEST FOR SAMPLE‘%NALYSIS Radiochemical

'Sanitation and Radiation Laboratories Branch
850 Marina Bay Parkway, G164

Richmond, CA 94804

510-620-2911

éenai Number

R 82716

Collector lnformation

Name: é-
Dept./Bra
Address: é@ 64 73424

Telephone No.. @4¢. £4 < ddoa

‘Repo ‘nglnfo htion
Name:
‘Dept./Branch:

‘Telephone No.: B -

Sample Information

System Name / Facilty: Y1) 50 Y DA (Y £ DWFOB( ) QO RHB O RWQCB( ) Q DTSC
Sampling Point (s): | | pwres Q FDB QO DWR Q CDFG
Svster No. S«FQ_ : EMB Q Other (Specify)
2. TYPE OF SAMPLE (Check all applicable boxes) ’ ~
-~ Q Drinking Water O Groundwater Q Surface Water O Wastewater
J Raw Q Water Treatment Plant (WTP) & Distribution System - Q Point of Use (POU)
O Treated (cwcle one): Chlorinated / Chloramlnated / Chlorine Dloxagie / Ozonated / Peroxizone / Fluoridated / Coagulated / pH Adjusted
O Air Filters DateIT ime, - Q Seawater O Sludge (Semi-solid Samples)
Finishing: R Mik Q Soil/Sediment
Staning: ‘ g 8 Wipes Q Biota (Type):
Net (M) ‘ ? Radon Canister QO other:

[

Q Air Chércoal Cartridge

Lab 803 (11/07) \

/

;«l

ced/Frozen: _ Other: _
Radionuclide(s), if known:
a0

Q F |eld Treatment Preservatlves added
El Field Measurement: vy
CI Rushanonty (should be prearranged and have supervisory appr

ANALYSIS REQUESTED (For questlons please call- 510-620-291 i

 Gross Alpha O Gross Beta°§ O Gamma Scan

QJ Total Uranium Q Total Beta (LSC) Q NORM (Gamma)

Q Total Radium A Q Tritium. (3H) Q Isotopic Americium / Curium

Q Radium-226 , ] Carbon-14 T Q Isotopic Plutonium

O Radium-228 U lodine-131 * Q Isotopic Thorium

O Radon-222 - Qa Stronﬁum-89, 90 . Q isotopic Uranium

& Other (Specify); . (3 Nickel-63 Q iron-55

1 ¥ 4/3&;_
Da Name (Pnnt) e Date
i e} Rocavd 1 e

) Time Custody Received  Organization g Time Custody Released

v Date *. Name (Print) ' Date

Time Custody Received  Organization : 7 Signature Time Custody Released

Yo — A TAN
Date Name (Print . T ’ Date ‘
. . DwRlLBR .. A‘k\.a,oﬁm. _Taa )
Time Cusé'éy éceived Organization AR " Signature < R Time Custody Released




